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Laser power stabilization for second-generation
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We present results on the power stabilization of a Nd:YAG laser in the frequency band from 1 Hz to
100 kHz. High-power, low-noise photodetectors are used in a dc-coupled control loop to achieve relative
power fluctuations down to 5�10−9 Hz−1/2 at 10 Hz and 3.5�10−9 Hz−1/2 up to several kHz, which is very
close to the shot-noise limit for 80 mA of detected photocurrent on each detector. We investigated and elimi-
nated several noise sources such as ground loops and beam pointing. The achieved stability level is close to
the requirements for the Advanced LIGO gravitational wave detector. © 2006 Optical Society of America
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Laser diode pumped solid-state laser systems are ex-
quisitely suited for precision measurement, e.g., as
the light sources for laser interferometric gravita-
tional wave detectors such as GEO600 (Ref. 1) and
LIGO.2 To achieve the sensitivity goals for the second
generation of laser interferometric gravitational
wave detectors such as Advanced LIGO,3 one must
take care to eliminate noise sources, such as laser
amplitude noise, which may limit sensitivity. Current
plans for the Advanced LIGO detector call for the use
of a 180 W laser system. Increased laser power will
result in increased radiation pressure on the sus-
pended mirrors, and fluctuations in the laser power
will thus cause fluctuations in the mirror positions
and result in additional noise in the gravitational
wave signal channel. The most demanding laser am-
plitude noise requirement for the Advanced LIGO de-
tector is 2�10−9 Hz−1/2 at 10 Hz.

Several previous laser power stabilization
experiments4–7 produced residual noise levels of
10−8 Hz−1/2 or less for frequencies above 10 Hz up to
several kHz. Those papers showed that power stabi-
lization is exceedingly difficult at low frequencies (be-
low a few hundred Hz). All measurements are limited
by an unknown source of excess noise. For higher fre-
quencies the experiments are almost shot-noise or
loop-gain limited. In this Letter we demonstrate
what is to our knowledge the best stability level
achieved so far in the frequency range from 10 Hz to
10 kHz. We present a detailed analysis of the noise
sources and set limits on fluctuations in auxiliary de-
grees of freedom and coupling constants.

The experimental layout used in this work is
shown in Fig. 1. The laser was an Innolight Mephisto
nonplanar ring oscillator with a total output power of
800 mW at 1064 nm and an internal noise eater to re-
duce the relative intensity noise at the relaxation os-
cillation frequency (at �500 kHz). The laser was
locked by the Pound–Drever–Hall technique to a
small Fabry–Perot ring cavity (free spectral range:
714 MHz; finesse=4100), the so-called pre–mode
cleaner (PMC),8 which acts as a spatial mode filter
that reduces laser beam geometry fluctuations and
beam pointing. This is important because the respon-
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sitivity of the photodiodes varies across their
surfaces,9 and variations in the beam position on the
photodiodes lead to variations in the photocurrent. A
multiaxis piezoelectric mirror placed at the output of
the PMC can be used to investigate the coupling be-
tween beam pointing and apparent power fluctua-
tions on the photodiodes.

At the output of the PMC the light is split into four
beams of identical power, which are aligned with
similar optical path lengths onto photodetectors. A
quadrant photodetector (Centronic QD50) is used to
measure the pointing of the laser beam at the output
of the PMC. For intensity noise detection, thermo-
electrically cooled 2 mm InGaAs photodiodes from
Hamamatsu10 are used in a special transimpedance
configuration �RTIA=100 ��, which enables both low-
noise and high-current operation. A reverse bias of
8 V was chosen to trade off the heat dissipation ver-
sus linear operating range. In this configuration the
complete photodetector showed a constant slope effi-

Fig. 1. (Color online) Experimental setup: The laser
(NPRO) is locked to a ring cavity (PMC). The control signal
for the power stabilization comes from the in-loop detector
(IL-PD), and the out-of-loop detector (OOL-PD) is used as
an independent sensor. An acousto-optical modulator
(AOM) is used as the power actuator. A quadrant photodi-
ode (QPD) is used to measure pointing of the laser beam at
the output of the PMC. EOM, electro-optical modulator; FI,

Faraday isolator; PZT, piezoelectrically controlled mirror.
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ciency up to 150 mW of optical power. For this experi-
ment the light level incident onto the photodetectors
was approximately 110 mW, with a measured quan-
tum efficiency of �86%, and was limited by the long-
term cooling capability of the built-in thermoelectric
cooler.

For power stabilization two identical photodetec-
tors are used, one for the stabilization itself (in-loop
detector) and the other for an independent measure-
ment (out-of-loop detector). The in-loop photodetector
signal was compared with an ultrastable second-
order low-pass filtered voltage reference (AD587,11

filter corner frequency 0.048 Hz) and was stabilized
via feedback to an acoustic-optic modulator at the in-
put of the PMC. The control loop is dc-coupled. An
acousto-optic modulator was chosen to provide an ac-
tuator that is independent of the laser system used.
Hence our setup can be used for many different la-
sers. Furthermore, a coupling of the feedback signal
into other laser parameters (e.g., frequency or point-
ing) can be avoided.

The control servo was designed with an upper
unity gain point at around 100 kHz to achieve high
gain at low frequencies. The pole of the cavity is at
86 kHz, which has to be taken into account in the de-
sign of the control loop. The gain at frequencies below
100 Hz was at least 100 dB, which in the absence of
additional noise sources should have been sufficient
to reduce the technical laser amplitude fluctuations
to the shot noise level in the sensing photodetectors
or to the noise level of the voltage reference used.

The complete detection system (including the opti-
cal resonator) is placed in a vacuum tank to minimize
the influence of air currents. All experiments were
performed at low vacuum (pressure, �1 hPa).

The performance of the system is shown in Fig. 2.
The detection noise is dominated by the combined
dark noise of the photodetectors and the fast Fourier
transform analyzer (Stanford Research Model

Fig. 2. (Color online) Performance of the power stabiliza-
tion loop: Relative intensity noise as measured by in-loop
and out-of-loop photodetectors. The measurements were
taken with 80 mA of photocurrent. Also shown: free-
running laser noise, detection noise (photodetector dark
noise, amplifier and analyzer noise), and the calculated
shot-noise limit for this measurement.
SRT785 with a homemade battery powered preamp-
lifier). The dark noise is comfortably far below the
measured out-of-loop intensity noise level. The shot
noise for each photodetector �iph=80 mA� is 2
�10−9 Hz−1/2. For low frequencies the in-loop mea-
surement is limited by the noise level of the voltage
reference (comparable with the detection noise level);
for frequencies higher than 3 kHz, by the loop gain.

The out-of-loop measurement is fundamentally
limited by the uncorrelated sum of the shot noise on
the in-loop and out-of-loop detectors. Summing the
shot noise from both photodetectors in quadrature
gives a minimum out-of-loop measurement noise of
2.8�10−9 Hz−1/2. In addition, the noise of the voltage
reference used to set the operation point of the con-
trol loop is imprinted on the light. The out-of-loop
measurement of 3.5�10−9 Hz−1/2 for �100 Hz up to a
few kHz indicates that an additional technical noise
source of the same size as the shot noise contami-
nates either the in-loop measurement and is im-
printed on the light by the control loop or leads to ex-
cess noise in the out-of-loop measurement. Most
probably a combination of both effects describes the
measurement best. For Fourier frequencies below
100 Hz the residual out-of-loop noise was higher. At
the lowest frequency of concern for ground-based
gravitational wave detectors such as the Advanced
LIGO detector �10 Hz� the noise increased to 5
�10−9 Hz−1/2.

Various electronic noise sources were character-
ized, and it could be observed that the residual noise
level at low frequencies is highly sensitive to small
leakage currents caused by ground loops. Even weak
ground loops (e.g., owing to capacitive coupling) lead
to higher noise levels, but even when using differen-
tial inputs one has to heed floating potentials be-
cause of finite common-mode rejection of the input
stages. Finally, single-ended signal transmission was
chosen, and all electronic subassemblies were pow-
ered independently. Cables between subassemblies
have been shortened to a minimum to reduce electro-
magnetic coupling into the system. After careful op-
timization of electronics and cabling, a rising noise
level at lower frequencies was still observable. Slew
rate limits of the amplification stages caused by elec-
tromagnetic interference were ruled out.

Polarization jitter of the incoming laser beam in
combination with polarization-dependent beam split-
ting could cause differential intensity variations at
the in-loop and out-of-loop photodetectors. Further
purification of the polarization of the incoming laser
beam by means of high extinction polarizing beam
splitters at the input of the PMC did not lead to
higher stability.

Frequency noise could be converted to intensity
noise, e.g., owing to wavelength-dependent response
of the photodiodes or the splitting ratio of the power
beam splitters. A noise estimation with the free-
running frequency noise of the nonplanar ring oscil-
lator showed that the contribution is much smaller,
and different locking arrangements showed no im-
provement.

To quantify the effect of beam pointing, the spatial

uniformity of the implemented photodiodes was mea-
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sured in an additional experiment with a spatial
resolution of 10 �m and gave a relative sensitivity
gradient as large as 2.2�10−5/�m.12 In combination
with a measurement of the beam pointing at the out-
put of the PMC, a projection of the pointing noise
coupling into relative intensity noise measurement
showed a negligible influence at the current intensity
noise level. Note that the beam center had to be
aligned to the position on the photodiode with the
smallest efficiency gradient to an accuracy of 300 �m.

Uncorrelated temperature fluctuations of both pho-
todiodes could cause power fluctuations. A typical
value for the responsivity temperature coefficient for
InGaAs photodiodes is 0.039% /K.9 Therefore it is
necessary that a temperature stability of �5 �K is
achieved in order not to be limited by temperature
fluctuations. Since the photodiodes with built-in ther-
moelectric coolers used in our experiment contained
only one temperature sensor, an out-of-loop measure-
ment of the temperature stability was not possible.
However, switching from temperature controlled op-
eration of the photodiode to constant current opera-
tion of the thermoelectric cooler yielded the same out-
of-loop performance of the power stabilization.

Low-frequency noise in the photodiodes itself
might become relevant at low frequencies and is in
our opinion the prime candidate to explain the excess
noise below 100 Hz. Several groups have shown that
the noise spectrum of the dark current and the pho-
tocurrent depends on several semiconductor param-
eters and also on operating parameters such as re-
verse bias voltage, wavelength of the incident light,
and illumination level.13–16 First experiments with a
set of two large-area InGaAs photodiodes in a bal-
anced detection scheme showed a comparable behav-
ior to investigations17 of 75 �m InGaAs photodiodes
under different bias and illumination conditions. For
frequencies above a few hundred hertz our experi-
ments showed shot noise-limited performance, and
for lower frequencies the noise level increased pro-
portionally to the detected optical power. This result
could explain the out-of-loop performance because
the detection noise level of the photodetector is mea-
sured without light and is therefore not the actual
detection limit with a certain amount of optical
power on the photodiode.

In conclusion, we have achieved power stabiliza-
tion of a Nd:YAG laser of 5�10−9 Hz−1/2 at 10 Hz,
which is very close to the requirements for the Ad-
vanced LIGO gravitational wave detector. As was al-

4
ready reported by Rollins et al., electronic grounding
noise was discovered to be a critical issue. Neverthe-
less, at this time it is not known what the limiting
factor of the out-of-loop performance is, especially at
low frequencies. Further work to identify the limiting
noise source at low frequencies will be required. A de-
tailed analysis of low-frequency noise in different
commercially available large-area InGaAs photo-
diodes is currently under investigation.
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