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Marina Dehne,∗ Michael Tröbs, Gerhard Heinzel, and Karsten
Danzmann

Albert-Einstein-Institute, Max Planck Institute for Gravitational Physics and Leibniz
University Hannover, Callinstraße 38, D-30167 Hannover, Germany

marina.dehne@aei.mpg.de

Abstract: The Laser Interferometer Space Antenna (LISA) is a space-
based interferometric gravitational wave detector. In the current baseline
design for the optical bench, the use of polarising optics is foreseen to
separate optical beams. Therefore it is important to investigate the influence
of polarising components on the interferometer sensitivity and validate that
the required picometre stability in the low-frequency band (1 mHz - 1 Hz)
is achievable. This paper discusses the design of the experiment and the
implemented stabilisation loops. A displacement readout fulfilling the
requirement in the whole frequency band is presented. Alternatively, we
demonstrate improvement of the noise performance by implementing
various algorithms in data post-processing, which leads to an additional
robustness for the LISA mission.
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R. Schilling, U. Johann, and K. Danzmann, “The LTP interferometer and phasemeter,” Classical Quant. Grav.
21, S581–S587 (2004).
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1. Introduction

The goal of the Laser Interferometer Space Antenna (LISA) is to survey the low-frequency
gravitational wave sky (0.1 mHz to 1 Hz) and to detect individual astrophysical sources such
as coalescing massive black holes, inspirals of stellar-mass black holes, ultra-compact Galactic
binaries and possibly unforeseen sources like relic radiation from the early Universe [1]. In
LISA light beams shall propagate between three spacecraft orbiting the Sun in an equilateral
triangle constellation of 5 million km side length. The three spacecraft linked by laser light shall
act as a Michelson interferometer having a strain sensitivity of ≈ 10−20/

√
Hz corresponding

to optical path length noise of ≈ 10pm/
√

Hz [2]. Due to the complexity and extreme stabil-
ity requirements of LISA, a technological precursor mission called LISA Pathfinder (LPF) is
scheduled and planned for launch in 2014 [3]. It will read out the longitudinal motion and atti-
tude of two free-floating test masses located in one spacecraft with a relative precision in the ten
picometre/

√
Hz and nanoradian/

√
Hz range, respectively [4]. The LISA baseline design fore-

sees a strap-down architecture for measuring the distance fluctuations between the free-floating
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test masses: on each satellite, the distance variations between test mass and optical bench are
measured and combined with the distance variations between both optical benches. The latter
measurement shall be essentially shot-noise limited, the former shall only add negligible noise.

For LISA it is planned to use polarising optics to separate incoming and outgoing beams
in the telescope interface and test mass interferometer [5]. The main advantage of this is the
possibility to utilise all the light power. Either non-normal incidence on the test mass would
have to be used or power would be lost when using a non-polarising beam splitter to separate
the beams travelling to and from the test mass. The telescope in LISA is intended to both send
and receive light. Here, the power loss would be most severe when using a non-polarising beam
splitter to separate incoming and outgoing beam. Possible risks are due to thermal sensitivity of
polarising optics which could modify the extinction ratio, the polarising plane as well as the op-
tical path length. Depending on the optical design periodical phase errors can emerge and limit
the interferometric sensitivity [6]. As these issues are not present in a non-polarising scheme,
an optical layout using non-normal incidence to avoid polarising optics was chosen for LPF.
It is therefore of importance to validate that the required 1.42 pm/

√
Hz×

√
1+(2.8mHz/f)4

end-to-end path length stability is achievable with a polarising heterodyne interferometer in the
frequency band from 10−4 to 1 Hz on the optical bench [5].

An optical bench in a LISA-like setup has been developed to compare the performance of a
polarising and a non-polarising interferometer and investigate the behaviour of polarising optics
concerning temperature variations and periodic phase errors.

2. Design of the optical bench

The test bench design for investigating the influence of polarising optics on the interferometric
sensitivity consisted of four separate heterodyne Mach-Zehnder interferometers on a single
stable baseplate. The two measurement interferometers and two auxiliary interferometers were:

1. The non-polarising interferometer used only non-polarising elements for relative length
measurements. The position fluctuations of mirror MTM was sensed using non-normal
incidence as in LPF.

2. The polarising interferometer sensed the position fluctuations of the same mirror as in
(1) but additionally used polarising optics. The two outputs were compared for relative
length measurements.

3. The reference interferometer gave a reference phase containing all those environmen-
tal noise contributions that were external to the optical bench and common mode in all
four interferometers. These fluctuations were subtracted from the polarising and non-
polarising interferometers in data post-processing.

4. The frequency noise interferometer had an intentional arm length mismatch of about
27 cm and was included for sensing laser frequency noise. Its output signal could be used
to actively stabilise the laser frequency or to remove the effect of frequency noise in
post-processing.

For a detailed description of the optical layout the reader is kindly referred to references [7, 8].
In each interferometer the number of transmissions through optical components such as beam

splitters was equal for both laser beams being used. This minimised the dependency of optical
path length on temperature. The beam paths of the two measurement interferometers were
designed to occupy roughly the same part on the testbed in order to reduce effects from thermal
gradients in the length measurement.
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Fig. 1. Final bonded optical bench made of Clearceram® and fused silica components in-
cluding the glued wave plates and fibre injectors.

In order to achieve high thermal and mechanical stability of the setup all interferometers were
combined on a low-expansion glass-ceramic baseplate made of Clearceram® by applying the
hydroxide-catalysis bonding technique [9]. A DEA GLOBAL Advantage coordinate measuring
machine (CMM) from Hexagon Metrology GmbH was used to position and align the optical
components on the bench. Position accuracies on the order of 10μm with mean angular de-
viations of 220μrad for the component orientation were reached and the two were limited by
the CMM accuracy. The achieved arm lengths differences, designed to be nominally zero, were
determined to be on the order of 1 mm [7]. A photograph of the final optical bench is shown in
Fig. 1.

3. Description of the experimental setup

Earlier experiments of an interferometer including polarising optics had been performed on an
aluminium baseplate and a phase readout sensitivity of 1× 10−2 rad/

√
Hz that corresponds to

1.7×10−9 m/
√

Hz longitudinal fluctuations, was reached [8]. The experiences obtained from
this setup were used for setting up the new experiment with the quasi-monolithic optical bench.

The final experimental setup is illustrated in Fig. 2. It is divided into two functional parts: the
modulation bench and the optical bench. The modulation bench, which can be seen on the left
part, provided the beam preparation and consisted of the laser source and two acousto-optical
modulators (AOMs). As laser source we used a diode-pumped, monolithic Nd:YAG non-planar
ring laser [10] operating at a wavelength of 1064 nm. The linearly polarised single-frequency
laser beam was split into two equal parts. Each beam was then shifted in frequency by an AOM
driven at approximately 80 MHz, with a frequency difference fhet between the two driving sig-
nals. A phase-looked loop stabilised the difference frequency between the two AOM drivers to
the heterodyne frequency of 1.623 kHz. This modulation scheme is based on the beam prepara-
tion for LISA Pathfinder [11]. The two frequency shifted beams were coupled into single mode,
polarisation maintaining optical fibres. Those fibres acted as spatial mode-cleaners, which was
necessary to achieve high interferometer contrast [12]. The two beams with almost equal opti-
cal path length and power were injected into the optical bench containing the four recombiners
(RBSi) and photodiodes. Mirror MTM was read out by a polarising interferometer (RBSp) and
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Fig. 2. Schematic of the experimental setup. Left: the modulation bench provides the beam
preparation. Right: the optical bench containing the interferometers enclosed by a thermal
shield inside a vacuum chamber. The implemented stabilisation loops are greyed out.

a non-polarising interferometer (RBSnp). Along with the 8 single element photodiodes three
quadrant photodiodes were implemented for differential wavefront sensing (DWS) [13]. The
obtained phases φi (i ={ p, np, ref, freq}) were measured with a hardware phase meter, imple-
mented using field-programmable gate arrays (FPGAs) [14].
The following sections describe the efforts made to reduce external influences on the noise
performance.

3.1. Reduction of environmental influences

Fluctuations in air pressure lead to fluctuations in the refractive index of air and appear as
path length changes. In order to avoid coupling of this noise source and thermal effects into
the phase readout, the measurement was conducted in vacuum. For a further reduction of tem-
perature noise a thermal shield (TS) was used, which consisted of an aluminium baseplate on
ceramic spacers made of Macor® with a cover made of polished aluminium sheet metal. It
acted as a thermal low-pass and reduced the heat conduction and heat radiation. In order to
verify the impact of the thermal shield on the temperature noise the temperature was measured
at different locations in the vacuum chamber as well as inside the thermal shield. The resulting
noise estimates indicated a suppression of more than four orders of magnitude compared to
room temperature as depicted in Fig. 3. The lpsd algorithm [15, 16] was used for this and all
other spectral estimates in this paper. Measurements conducted inside the chamber were lim-
ited by the sensor noise for frequencies above 2 mHz. As temperature sensors we used platinum
resistors (PT10000).

In order to reduce vibrations induced by the pump system we used a passive vibration isola-
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Fig. 3. Measured temperature noise in- and outside the vacuum chamber to verify the effect
of the thermal shield.

tion of the optical table with the vacuum chamber on it, as shown in Fig. 4. The pump system is
located under the chamber and isolated via a diaphragm bellows. Vacuum compatible dampers
were installed under the thermal shield. This led to a vibration isolation for excitation frequen-
cies above 10 mHz.

Vacuum chamber

Thermal shield

Optical bench

Optical table 
with passive vibration isoltaion

Pump system 

Diaphragm 

bellows

Fig. 4. Schematic of the setup to reduce environmental influences: the vacuum system is
places on an optical table with passive vibration isolation, whilst the pump system is located
under the optical table and isolated via a diaphragm bellows. A thermal shield inside the
chamber isolates the optical bench from temperature fluctuations.
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3.2. Optical path length difference stabilisation

The interferometer concept included a reference interferometer which sensed common-mode
phase fluctuations caused by environmental noise, such as fluctuations in the unstable modula-
tion bench. By subtracting this reference phase from the measurement phases, these fluctuations
canceled for frequencies less than 1 Hz.

Electrically induced sidebands on the light, which give rise to non-linearities in the inter-
ferometer output, can reduce this common mode noise rejection and disturb the interferometer
sensitivity [17]. In order to mitigate this periodic phase error, a stabilisation of the optical path
length difference (OPD) has been implemented by comparing the reference phase φref to the
electronic phase φhet of the reference oscillator. The phase difference was held constant in
closed-loop control by actuating mirror MPZT on the modulation bench that is mounted on a
piezoelectric element.

3.3. Control of the polarisation state stability

In worst case, a non-matching polarisation state of the beam relative to the fibre axis would lead
to a circular polarised light, changing in response to external influences on the fibre resulting
in laser power fluctuations. In addition, residual interference with the wrong polarisation can
induce a parasitic noise in the phase readout. By enhancing the polarisation state stability such
noise sources were suppressed.

To ensure a stable s-polarisation state on the optical bench, Glan-Thompson polarisers were
installed at both fibre outputs on the optical bench. Additionally, two retardation plates (λ/2
and λ/4) were placed in front of the fibre inputs. With these it was possible to match the
input polarisation state to the polarisation-maintaining axes of the fibres, which were monitored
with a polarimeter (SK9782-NIR, Schäfter & Kirchhoff). Thin-film polarisers (colorPol® VISIR
CW02, Codixx) with an extinction ratio of 106 were placed directly in front of each photodiode.
The photodiodes were tilted by a few degrees to avoid ghost reflections back into the optical
setup.

3.4. Impact of frequency noise on longitudinal phase noise

In a heterodyne interferometer the path length difference ΔL between the two interfering beams
translates into phase fluctuations δ̃ φ at the heterodyne frequency. The translation of frequency
noise δ̃ ν into phase noise is given by the differential time delay ΔL/c as

δ̃ φ =
ΔL
c

2πδ̃ν , (1)

where c is the speed of light.
Path length differences before the optical bench cancel by referring all measurements to the

reference interferometer and only those on the optical bench couple into the phase measure-
ment. By intentionally modulating the laser frequency as described in Section 4.3 below, we
measured arm length differences of 1.5 mm and 500μm for the non-polarising and polarising
interferometer, respectively. For the phase fluctuations to remain below 8.4μrad/

√
Hz corre-

sponding to path length fluctuations of 1.42μm/
√

Hz, the required frequency stability for both
measurement interferometers can be calculated to:

δ̃ νnp = 267
kHz√

Hz

[
1.5mm

ΔL

]
δ̃ νp = 802

kHz√
Hz

[
0.5mm

ΔL

]
. (2)

The measured free-running frequency noise of the unstabilised Nd:YAG NPRO laser (used in
the experimental setup) at 10 mHz is about 2×106 Hz/

√
Hz and is depicted in Fig. 5 by the red
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show the requirements on laser frequency noise for 0.5 mm and 1.5 mm interferometer path
length difference.

trace. This has been determined by using Eq. (1) together with the measured longitudinal signal
using the auxiliary interferometer with an intentionally arm length mismatch of ΔL = 27.4 cm.
As a result, the frequency fluctuations of a free running laser would be a significant noise source
in the two measurement interferometers. For that reason the auxiliary interferometer (iv) was
used to sense the laser frequency fluctuations. Using a feedback loop the laser frequency was
actively stabilised. We used an analogue servo containing two input channels for the photodiode
signals of the reference and frequency interferometers. With an analogue multiplier the phase
difference between both signals was determined. In order to suppress the heterodyne frequency
and its harmonics the signal was low-pass filtered. This error signal was converted into two
different feedback signals. The first one was fed to the piezoelectric-based fast laser frequency
actuation and the second feedback signal for the slower laser crystal temperature tuning. The
bandwidth of the control loop achieved was about 3 Hz (increasing with 1/f towards lower
frequencies).

A laser frequency stability of 10kHz/
√

Hz@10mHz was achieved as illustrated in Fig. 5
along with the required stability for the two measurement interferometers (cf. Eq. (2)). For es-
timating the achieved stability the signal measured with the auxiliary interferometer and the
determined arm length difference were fed in Eq. (1). We reached a stability improvement in
frequency noise of more then two orders of magnitude for frequencies smaller then 100 mHz.
We believe the stability was limited by electronic noise in the photodiodes, multiplier and low-
pass filter. Although this “in-loop” measurement can only give a lower limit for the real fre-
quency noise, the later results confirm that the frequency noise suppression was sufficient for
this experiment. The feature at 0.25 Hz in the blue trace is possibly due to a crossover between
two actuators in the frequency stabilization: the fast PZT loop and the outer slower loop acting
on the laser crystal temperature.
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3.5. Noise performance

The noise performance of the polarising interferometer is shown in Fig. 6 together with its
requirement. The grey trace displays the initial measurement conducted in a vacuum envi-
ronment (≈ 10−6 mbar) without any stabilisations and without thermal shield. A significant
improvement for frequencies ≤ 3 mHz was obtained by enclosing the optical bench with a ther-
mal shield (orange trace). The noise shoulder is a sign of periodic phase errors. Therefore an
OPD stabilisation was adopted and led to a significant improvement of the displacement noise
for frequencies above 3 mHz (green trace). By equipping the optical bench with polarisers and
controlling the incoming polarisation state of the two beams, the phase readout noise was re-
duced in the frequency band between 0.3 and 30 mHz (red trace). Afterwards a stabilisation
loop of the laser’s frequency was applied. The final displacement noise (blue trace) was below
the requirement in the whole frequency range.

4. Noise subtraction in data post-processing

So far the external influences impairing the noise performance have been identified. For a suc-
cessful mitigation, different stabilisation schemes were presented. Yet another possibility for
improving the phase readout is to eliminate noise sources in the data post-processing. In the
following the subtraction models used are presented.

4.1. Subtraction of spurious beat note signals

As spurious beat note signals can significantly impair the phase readout, a careful design con-
cerning stray light is mandatory. The rear side of each optical component, even if equipped with
an anti-reflective coating, generates ghost beams, which may eventually reach the detector. Al-
though the bench has been designed such as to minimise their effect, some ghost beams can
not be avoided. They are sharing the same optical path and beam parameters as the main laser
beam. Two kinds of spurious beat note signals can be distinguished: i) those where a ghost
beam interferes with a main beam at the recombination beam splitter and ii) those where a
ghost beam interferes prior to the recombination beam splitter. The nominal beat signal will
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Fig. 7. Angular noise of a measurement in air but enclosed by the vacuum chamber (grey)
along with one conducted for a few days in the evacuated chamber (blue) and after reaching
a state close to thermal equilibrium (red).

leave the two recombiner ports with a phase difference of 180 ◦ due the conservation of energy.
In case i) the interference signal between ghost beam and main beam also show 180 ◦ phase
difference. Hence, they cannot be distinguished from the nominal signal. In case ii) however
the phase difference between ghost beam and nominal beam is 0 ◦. This parasitic signal cancels
if the difference of both interference signals is taken, which at the same time doubles the main
signal.

By applying this correction in the data post-processing it is important to normalise the signals
with respect to the measured amplitude, which also includes the stray light part [18]. This cor-
rection scheme was used for a post measurement subtraction of stray light in all measurement
interferometers. However, no noise subtraction has been performed in data post processing to
produce Fig. 6.

4.2. Angular noise subtraction

It is necessary to monitor the fibre injectors attitude jitter in order to characterise a cross-
coupling between angular and displacement degrees of freedom. For this reason, the optical
bench included quadrant photodiodes (QPD) at the three main interferometer outputs. In the
post measurement correction the differential wavefront sensing (DWS) technique has been ap-
plied [19]. It starts with a separate phase measurement on each segment of the quadrant pho-
todiode. The horizontal DWS signal ϕ was calculated from the phase difference between the
left and the right side of one QPD. Thus, a signal results which depends on the relative angle
between the wavefronts of the two interfering beams. In the same manner, the vertical wave-
front tilt η was obtained from the phase difference between the upper and the lower quadrants
of the same QPD. For specifying the angular noise the coupling factor of DWS signal [phase
change in rad] to beam angle change has been determined. This was done by introducing well
defined beam angle changes and monitoring the resulting changes in DWS signals. The coeffi-
cients obtained were calculated to be approximately 3800 rad/rad. The angular noise is caused
by temperature and air fluctuations, as depicted in Fig. 7. The grey traces show the angular
noise for measurements in the non-evacuated vacuum chamber. The blue traces belong to the
measurement shown in Fig. 8 (green trace) for demonstrating the different subtraction algo-
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rithms. This measurement was taken a few days after the chamber was closed and evacuated
whereas the red traces show the measurement taken two weeks after the chamber was closed
and evacuated. The temperature stability had reached an equilibrium while the pressure stayed
at a constant level.

To estimate the influence of angular noise on length change MATLAB©’s built-in least
squares fit method was used. Band-pass filtered angular and longitudinal interferometric signals
were fed to the fit algorithm [19]. Typically corner frequencies were 1 mHz and 100 mHz, be-
tween which the longitudinal and angular signals were influenced by the assigned noise source.
The coefficients obtained were used to subtract the spurious noise from the stray light corrected
longitudinal signal.

4.3. Frequency noise subtraction

The second auxiliary interferometer with unequal arm length provides a frequency fluctuation
signal φfreq. This signal was used in an active stabilisation loop as described in Section 3.4.
Alternatively it can be used in a post-measurement correction. For this reason the frequency
coupling coefficients corresponding to the arm length imbalances were determined. This was
done by modulating the laser frequency, while observing the resulting coupling to the interfer-
ometric phase, where they appear scaled by the arm length difference of each interferometer, as
given by Eq. (1). The resulting ratio cm of the modulation peak height δ , expressed by

cm =
δ (φm −φref)

δ (φfreq −φref)
, (3)

were used for long-term measurements to obtain a frequency noise corrected interferometric
phase as

Ψcor = (φm −φref)SL/DWS − cm · (φfreq −φref)SL/DWS, (4)

where the stray light (SL) and angular noise (DWS) subtractions were adopted earlier.

4.4. Temperature noise subtraction

The noise performance in the low frequency range (≤ 1 mHz) was dominated by temperature
noise. Although we have placed the optical bench in a vacuum environment, enclosed it by a
thermal shield and used low-expansion ceramic as material for the optical bench, the tempera-
ture influenced the stability at the pm/

√
Hz level. Therefore the measured temperature inside

the thermal shield was used in a linear fit for estimating a coefficient between temperature and
measured phase. By using again a least squares fit method implemented in MATLAB© the co-
efficient was determined to be about 1.3 rad/K. Using this coefficient the temperature induced
phase changes where subtracted from the main measurement. Note that we were not limited
by temperature variations if we enclosed the bench for more than one week. An adequate state
close to the thermal equilibrium (δ̃T ≤ 1mK/

√
Hz@1 mHz) was reached after one week, fur-

ther improving with longer setting time.

Coupling factor between temperature of PBS and longitudinal phase signal

The influence of temperature fluctuations at the polarising components, in particular the PBS,
to the longitudinal phase has been investigated. The PBS used was made of fused silica with a
dielectric coating. Any modifications of the extinction ratio or polarisation plane result in power
fluctuations, which couple to the longitudinal measurement. Therefore, the PBS was heated up
with a Kapton™ heater (HK 5186, MINCO) while the temperature at the beam splitter and the
corresponding phase was monitored. In order to measure only induced phase changes of the
PBS, the phase difference of the two main interferometers was used.
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Fig. 8. Displacement noise of the p-interferometer to show the effect of data post-
processing: Green: initial measurement with OPD stabilisation and polarisation control
in vacuum, Red: with stray light correction, Grey: with angular noise correction, Orange:
with frequency noise correction and Blue: with temperature noise correction.

By considering a single pass through the PBS and the influence of the reflection at the return
path, the coupling of temperature change dT to the optical path length change ds by the PBS
can be expressed by

ds
dT

=
L

√
1− (

sinθ
n

)2

[
dn
dT

(
1− sin2θ

n(n2 − sin2θ)
(n−1)

)
+α(n−1)

]

︸ ︷︷ ︸
single pass through PBS

− αL√
2︸︷︷︸

reflection

, (5)

where θ is the angle of incidence (= 45◦). The thermal expansion coefficient α is 0.51 ppm/K
and the refractive index n of fused silica at 1064 nm is 1.44963 [20]. With a temperature coef-
ficient of the refractive index dn/dT of 9.8 ppm/K [20] we can estimate a coupling coefficient
proportional to the geometric thickness L (≈7 mm) of the PBS of 10 ppm/K. To compare the
results obtained from heating the PBS we can express the coupling of temperature to the optical
path length in terms of phase in single pass (including the reflection on the optical surface of
the PBS) by

dΦ
dT

=
2π
λ

ds
dT

≈ 0.4
rad
K

. (6)

The experimentally determined coupling coefficient of 0.3 rad/K roughly agrees with the
theoretical value. The discrepancy can be caused by having not measured the temperature in-
side the PBS, but on the optic’s surface. However, a temperature stability in the polarising
beam splitter required to detect path length fluctuations of 1pm/

√
Hz is thus approximately

2 · 10−5 K/
√

Hz. Using the coupling coefficient of 1.3 rad/K for the interferometer including
all components an over all temperature stability requirement of 4.5μK/

√
Hz for frequencies

smaller than 3 mHz can be deduced.

4.5. Noise performance

The displacement noise with implemented noise subtraction models are presented in Fig. 8.
The initial measurement is a length measurement of the polarising interferometer conducted
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Fig. 9. Displacement noise of the two measurement interferometers in the final setup along
with their difference.

for a few days in a vacuum environment while it was enclosed by a TS (green trace). The
OPD stabilisation was used and the polarisation state of the two beams injected to the bench
were controlled. Residual noise induced by stray light was eliminated by balanced detection.
The correction applied led to a considerable reduction of the displacement noise observed for
frequencies bigger than 2 mHz (red trace). The grey trace illustrates the displacement noise
with an additional angular noise subtraction. This subtraction only improves the phase readout
in the small frequency band from 2 mHz to 20 mHz. By implementing the frequency noise
subtraction algorithm we obtained a displacement sensitivity well below the requirements for
frequencies bigger than 2 mHz (orange trace). For frequencies smaller than 2 mHz we were
limited by temperature noise. However, we were able to notably enhance the phase readout
sensitivity by applying a temperature noise subtraction. Thus, the blue trace represents the final
displacement sensitivity, where all the noise subtractions presented were applied. One can see
that the noise performance fulfils the requirement in the whole frequency range.

By combining the subtraction algorithms with the stabilisation loops the performance could
be enhanced. Figure 9 depicts the noise performance for the two measurement interferometers
(φp,φnp) along with the difference between these two signals Δ(φp−φnp). For this measurement
we used the OPD stabilisation (Sec. 3.2) as well as a frequency stabilisation and matched the
polarisation state of the two beams to the optical fibres. A stray light correction as well as an
angular and temperature noise subtraction were implemented in the data post-processing. The
noise traces obtained fulfil the requirement within the whole frequency band. Furthermore, the
noise of the difference between polarising and non-polarising interferometer complies with the
required 1.42 pm/

√
Hz level.

Nevertheless, noise subtraction techniques have to be performed very carefully and the re-
sults obtained have to be critically evaluated, as there is a non-vanishing probability to corrupt
the data. However, as it can be seen in Fig. 8, the corrected data reached the same level of
the measurements performed with actively stabilisations (cf. Fig. 6), which indicates that the
several cross-coupling effects, e.g. from frequency fluctuations into the longitudinal signal, has
been fitted and subtracted without corrupting the data. The determined coupling coefficients can
be differ from the true values resulting in a non-perfect extracting of the noise source. Thus, the
results obtained indicate only an upper limit of the noise performance.
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5. Periodic phase errors

In heterodyne interferometry the sensitivity can be limited by non-linear effects. While a num-
ber of different sources for those effects exist, they all share the same principle: A parasitic
interference signal is generated, that is detected together with the nominal signal and adds to
it. While the phase of the nominal signal may be constant, a change of phase or amplitude of
the parasitic signal can alter the phase of the combined signal. In our setup, such non-linear
errors are known to be induced by spurious sidebands on the AOM radio frequency driving
signals [17]. They have been mitigated through an optical path length stabilisation as discussed
in Sec. 3.2.

By using polarising optics in heterodyne interferometry additional sources for periodical
phase errors emerge depending on the setup. These can be among others elliptically polarised
laser beams, beam splitter leakage and rotational errors in the alignment of laser and polari-
sation beam splitter or retardation plates [6]. Through frequency or polarisation mixing they
can induce a spurious beat note signal. Since after analysing our heterodyne scheme no cross-
talk between the two main beams and residual beams emerging from the sources mentioned
is apparent, we do not expect periodic phase errors caused by polarising components. In order
to verify our assumption we modified our setup to be able to induce path length changes in
one arm of the two measurement interferometers. By “replacing” the 0◦-mirror (mirror MTM

in Fig. 2) with a piezo-actuated mirror the path length was changed by around 5μm for both,
polarising and non-polarising interferometers, consecutively. The measured displacement of
the two interferometers were compared to the induced displacement that was obtained from
the voltage applied to the piezo. The displacement in the polarising interferometer is plotted in
Fig. 10.
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Fig. 10. The measured displacement of the polarising interferometer ΔLp−ref versus the
displacement of the piezoelectric element (PZT). The solid red line represents the deviation
of measured data to a straight line.

In an ideal case the PZT modulation would result in a linear length variation. However, if the
polarising components induce a non-linear effect, we would expect to see five cycles for first-
harmonic non-linearity and ten cycles for second-harmonic non-linearity, as five fringes were
scanned. Non-linearities caused by polarising optics are not present but rather the curve shape
can be interpreted as the non-linearity of the piezo-actuated mirror. This is also confirmed by
the difference of measured and theoretic displacement deviating from zero (red trace).
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6. Conclusions

Displacement noise below 1.42 pm/
√

Hz was demonstrated in a heterodyne interferometer us-
ing polarising components.

For this purpose a quasi-monolithic optical bench was built by applying the hydroxide-
catalysis bonding technique. The bonded setup consisted of two measurement interfer-
ometers (one including polarising components) and two auxiliary interferometers. One of
them had unequal arm lengths and was used to actively stabilise the laser’s frequency to
10 kHz/

√
Hz @ 10 mHz. Length measurements for the polarising and non-polarising interfer-

ometer were compared and found to be below 1.42 pm/
√

Hz in the frequency band from
3 mHz to 1 Hz relaxing towards lower frequencies. In order to reach that noise level differ-
ent noise sources were identified and suppressed. Alternatively, they were subtracted in data
post-processing. These noise sources were parasitic beams due to ghost reflections (stray light)
and coupling of noise into the displacement measurement such as beam angle noise, tempera-
ture noise, and laser frequency noise. Thus, under non-ideal conditions it was still possible to
reach the required noise performance, which leads to an improved robustness for a LISA mis-
sion. The requirements for frequency noise, temperature noise and geometric beam jitter in the
LISA mission are more strict than the values used in the experiment. We have demonstrated
performance as required in LISA under worse conditions than currently anticipated for LISA.
The measured coupling from the temperature of the polarising optics to the displacement
measurement was as expected. No evidence was found for periodic phase errors induced by
polarising optics.
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